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Formaldehyde 
 
Sample 1 - Prior to dry hydrogen peroxide technology 
 

Compound Result  
(ppm) 

Result  
(ppb) 

Formaldehyde 0.11 110 
 
 
Sample 2 - Prior to dry hydrogen peroxide technology 
 

Compound Result  
(ppm) 

Result  
(ppb) 

Formaldehyde 0.095 95 
 
 
Sample 3 - After dry hydrogen peroxide technology 
 

Compound Result  
(ppm) 

Result  
(ppb) 

Formaldehyde 0.058 58 
 
 
Sample 4 - After dry hydrogen peroxide technology 
 

Compound Result  
(ppm) 

Result  
(ppb) 

Formaldehyde 0.052 52 
 

 
Temperature/Relative Humidity 

 
 

Date Temperature oF Relative Humidity % 
7/6 a.m. 89 55 
7/6 p.m. 88 50 
7/7 a.m. 90 48 
7/7 p.m. 89 48 
7/8 a.m. 89 44 

 
 


